ke

SN KATHY A KINNEY
Bt i FARY PLUELIC-ARIZONA /ﬁ]#TA )4 /{/

QLT FiMA COUNTY Ay R ”””/’47
X7y Comi Exe Sept. 4, 2008

CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the ’{(Db\ b%

periodic maintenance* for the Intoxilyzer 8000 Serial Number 2 \
80 - 00324 | maintained by the Tucson Police Department 3

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: _'7;/‘//08 Cal 1 0-10‘/ AC Cal2 £.100 AC

Between the dates of R//‘{jo‘&' and 3/‘-[/ o8

the instrument was operating properly and accurately. * /

The instrument was taken out of service for repair on 3/4 / of
The instrument was returned to service on — r

<ok Copou
Vd 7
Sarah L. Cione
/allls

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this__ /% day of
Hanh, ,200 £ ’\

OFFiCIAL SEAL

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TC DUTY IMPQOSED BY /Oﬂ 7SQ

A.A.C. R13-10-104(n)

ARIZONA DEPARTMENT OF PUBLIC SAFETY é\'\

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist SQMACIOIL{_ AGENCY Tucson Police Department

DATE

3/’1/0? e 135§

Intoxilyzer Serial # ?0"00226/ Location [_‘r‘fﬂ")-(.@b

(/)

~——

()
(v )
( Vv
)

~3 o b

Ensure that gas tank is attached to instrument and containg a
standard alcohol concentration solution 0. (00 AC,
CR

Pour a standard alcchol concentration solution AC,
into a clean dry simulator and assemble the simulator. Ensure

that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C
Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

Go to the “Control Testing Menu”. Select “D” for dry

control test or “W' for wet control test. Lfter
selection is made press ENTER.

2ir blank completed.

Calibration check completed. Test results 0. [(2[ AC.
Air blank completed.

Remove printed record. Attach the record to the completed
checklist.

SIGNATURE SMM [) 54/
re 7

DPS Form Exh G-2 (Rev. 05-01)

Pursuanr 1o section 28-1327, Arizona Revised Statutes, this do

cument is a certified duplicaie of the information conained in

computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 Q # 175(.

Location: TUCSON POLICE DEPT
Serial Number: 80-002261

03/04/2008 13:58:39 4’3%

Standard Lot#: 7309011
Last Changed By: C. NOLAN #38874

QAS: 5. CIONE #50676

TUCSON FD

Test g/210L Time

Air Blank 0.000 13:59:06
Cal Check 0.101 13:59:25
Air Blank 0.000 13:59:55

éMM /'mn/

Operdtor s Signature
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EXHIBIT G-4

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(A) '3'¢ 7JC_

ARIZONA DEPARTMENT OF PUBLIC SLFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST Saral’) C,bﬂd AGENCY Tucson Police Department

DATE '3//14/03 TIME /3. 5&
INTOXILYZER SERIAL # _§0 — 00224 rocatIoN rime Lab

(\/ ) 1. Display r=ads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

(J ) 1. Clock time check.
( / ) 2. Date check.

OPERATIONAI TESTS

(\/ } 1. Alcohol-free subject test result O.DOQ‘V AC.
(\/ ) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
( ‘/) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
/ Deficient sample printed.
(V') 4. standard Calibration Check standard 0. ]0Q AC

Result: 0. 10¢ AC

Instrument is cperating properly and accurately. YES\/ NO

COMMENTS

sTaNATURE _ Samah Craat.
/ /

DPS Form Exh G-4 (Rev. 05-01)
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computer storage devices of the Tucson Police Department



INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-002261

4?’ Tsc
i00:5: P

03/04/2008

Standard Lot#: 7309011

Last Changed By: C. NOLAN #38874
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:01:52
Diagnostic Test Pass 14:02:20
Air Blank 0.000 14:02:47
0.100 Cal Check 0.107 14:03:06
Air Blank 0.000 14:03:36
Subject Test 0.000 14:03:57
Air Blank 0.000 14:04:24
Five Minute Wait ABT*

Air Blank 0.000 14:05:03

*Sequence Aborted

Not a Successfully Completed Test Sequence

-

t‘, v
SUTSUAnT 10 s=ouon 28-1327, Arizona Reviser Startures thie Asmoiman

Storage deviess of the Tusson Folice Teparmment

“TITIS 4 coTilied dubliczis of the mioTIMAUION COTMAINSE N compmer



INTOXILYZER 8000 5 ”]f 75C

Location: TUCSON POLICE DEPT

Serial Number : 80-002267 /\b\;\
03/04/2008 14:05:10

Standard Lot#: 7309011

Last Changed By: C. NOLAN #38874

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Slo0Tage devicss of the Tucson Folies Dreparmem

Test g/210L Time

Air Blank 0.000 14:06:03
Diagnostic Test Pass 14:06:30
Air Blank RFI* 14:06:43
Air Blank IPS** 14:06:54

*RFI Detect
**Tmproper Sample

Not a Successfully Completed Test Sequence

.........

15 & cEMilied duphizate of the MICTMANON COMARES in comomer



INTOXILYZER 8000 é Olf 7SC

Location: TUCSON POLICE DEPT

Serial Number : 80-002261 /?“\
03/04/2008 14:07:03

Standard Lot#: 7309011

Last Changed By: C. NOLAN #38874

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:07:49
Diagnostic Test Pass 14:08:17
Air Blank 0.000 14:08:44
0.100 Cal Check 0.101 14:09:03
Air Blank 0.000 14:09:33
Subject Test 0.182* 14:12:47
Air Blank 0.000 14:13:14
Air Blank 0.000 14:13:47
Subject Test XXX** 14:14:04
Alr Blank 0.000 14:14:39

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

B ; v m—— . :
SUTSHant 1o seeon 28-1327. Arizona Reviser Stanures, this dosumen: iz s cerified dumlizzs of the miormanon containss in ¢
StoTag: cevices of the Tuzson Foline Domarmasnt ' ) ‘ T



Pursuant 1o szerion 281
Sicrage deviess of the Tucsor Folics Toperiment

1327,

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-002261

03/04/2008 14:14:56
Standard Lot#: 7309011

Last Changed By: C. NOLAN #38874

QAS: S. CIONE #50616

ot Tsc
A4

TUCSON PD

Test g/210L Time

Air Blank 0.000 14:15:23
Cal Check 0.100 14:15:42
Air Blank 0.000 14:76:12

: Smaﬁ Ciondl
Opera{br s Signature
ATizona Revised Stamuzes, this domumen: is « comified dupiieme of the micrmation conzined in compiRsT



TUCSON POLICE DEPARTMENT
CRIME LABORATORY /o/yr

INTOXILYZER SERVICE RECORD A4

D
g
,).\

Date: '3/ ‘1’/ 08/
Qas: Sarah Cione

Intoxilyzer Serial Number: _§ 0 ~003d ¢l

Reason For Service: ld ot te 72 Aownloa o 0n .
l wtanc/ ,,Wm o, skl

%o ple
covel not complett olata download.

Date Qut of Service: ':S/ '3;/ 08
/

Calibration Check completed prior to removal from service

Date: "3// 1‘{/ o5

SQAP completed prior to removal from service

Date: ___'}/ 7’/&?

Corrective Action: l{Sent to CMI, Inc. ¢ '3/5‘/09>

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



oy, A of Isc

Return Material Authorization Form W

This form MUST be completed and enclosed with item(s) being returned.
Failure to compete and return this form may cause delays in crediting / repairing.

1. ltem(s) Returned: Instrument D Supplies D Other
(Note: please ship items in their original shipping container(s) or a similar protective box.)
2. Instrument Model: Tntox 8000 Serial Number _80~0022¢(,1

Ship To Address: (NO PO BOXES)

3. Bill To Address:
Fi, ounts Pauable Tueson Police )Sepan‘maf
PO Box 2#¥s0 < Crime Lab
Tucson, A2 8522 3450 230 S. Stme Ave

Tueson, Az p530l- 1913

[ustomer # 105075
Name
Phone: (520 )-79(-449Y4 Fax: (520 ) _#4)-%42

Email:

4. Reason for Return: Note - If you are sending an item for repair, please give a detailed
description of the problem. Please list any special instructions that you may have concerning this
return. Note - Returns for credit may be subject to a 15% res cking charge.

Atn: Brian Faviknec - Please complei_olata downloa

Purchase Order Number (attach a copy of P.O. if applicable) IZO(n éﬂ

o

| Authorize All Repairs: D Yes D No

I Authorize Repairs Up To: $
I Require An Estimate Regardless of Cost m No

Note: An evaluation fee will apply to estimates that are not repaired.

&

N

©o

. Authorized By:

Tervy Gelleass

;%@jmé& S 4 -H2aS
=, )

w

Stgrature Date

316 EAST NINTH STREET ¢ OWENSBORO, KENTUCKY 42303 = 1-866-835-0690



